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ABSTRACT
The MiSeq FGxTM Forensic Genomics System types 231 genetic markers in one multiplex
polymerase chain reaction (PCR) assay. The markers include core forensic short tandem repeats
(STRs) as well as identity, ancestry and phenotype informative short nucleotide polymorphisms
(SNPs). In this work, the MiSeq FGxTM Forensic Genomics System was evaluated by analysing
reproducibility, sensitivity, mixture identification and forensic phenotyping capabilities of the
assay. Furthermore, the genotype calling of the ForenSeqTM Universal Analysis Software was
verified by analysing fastq.gz files from the MiSeq FGxTM platform using the softwares
STRinNGS and GATK. Overall, the performance of the MiSeq FGxTM Forensic Genomics System
was high. However, locus and allele drop-outs were relatively frequent at six loci (two STRs and
four human identification SNPs) due to low read depth or skewed heterozygote balances, and
the stutter ratios were larger than those observed with conventional STR genotyping methods.
The risk of locus and allele drop-outs increased dramatically when the amount of DNA in the
first PCR was lower than 250 pg. Two-person 50:1 mixtures were identified as mixtures, whereas
100:1 and 1 000:1 mixtures were not. Y-chromosomal short tandem repeats (Y-STRs) alleles were
detected in the 100:1 and 1 000:1 female/male mixtures. The ForenSeqTM Universal Analysis
Software provided the data analyst with useful alerts that simplified the analysis of the large
number of markers. Many of the alerts were due to user-defined, locus-specific criteria. The
results shown here indicated that the default settings should be altered for some loci. Also,
recommended changes to the assay and software are discussed.
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Introduction

For more than 15 years, forensic DNA profiles have
been generated by polymerase chain reaction (PCR)
amplification of the core forensic short tandem repeats
(STRs) and by detection of the PCR products with cap-
illary electrophoresis (CE) [1]. PCR–CE typing proved
to be highly efficient and relatively cheap. However, it
has limited multiplexing capability, and the STR analy-
ses cannot easily be combined with typing of other
types of forensic loci, e.g. short nucleotide polymor-
phisms (SNPs), indels, mtDNA or RNA, in the
same assay. With the introduction of PCR-based next
generation sequencing (NGS) methods in forensic
genetics [2–13], a new method for the analysis of PCR
products was made available that may surmount many
of the limitations of PCR–CE. The multiplexing capac-
ity of the current PCR–NGS assays far exceeds the
number of classical forensic genetic markers, and dif-
ferent types of loci (SNPs, indels, STRs or any combi-
nation of SNP–STR–indel haplotypes) may be typed in
the same multiplex assay. Furthermore, the amplifica-
tion products need not to be separated by colour and/
or size as in PCR–CE assays, because the loci can be

identified by their DNA sequences. Thus, the PCR
amplicons can be designed to be as short as possible,
which may improve the probability of typing degraded
DNA. Finally, the complete sequence variations of the
loci are revealed, which increases the statistical weight
of the DNA evidence and may improve the resolution
of mixtures [4].

The MiSeq FGxTM Forensic Genomics System
includes the ForenSeqTM DNA Signature Prep Kit, the
MiSeq FGxTM sequencing instrument and the Fore-
nSeqTM Universal Analysis Software (UAS) [11]. The
ForenSeqTM DNA Signature Prep Kit is one of the first
commercial kits for simultaneous typing of forensically
relevant STRs and SNPs. The loci may be amplified
with one of two primer mixes: Primer Mix A amplifies
loci for human identification (HID), while Primer Mix
B amplifies the same HID loci along with ancestry
informative markers (AIMs) as well as markers associ-
ated with eye and hair colour. The MiSeq FGxTM

Forensic Genomics System types 27 autosomal STRs,
7 X-STRs, 24 Y-chromosomal short tandem repeats
(Y-STRs), amelogenin and 94 HID SNPs that were
specifically selected for HID purposes by the forensic

CONTACT Christian Hussing christian.hussing@sund.ku.dk
Supplemental data for this article can be accessed at https://doi.org/10.1080/20961790.2018.1446672.

© 2018 The Author(s). Published by Taylor & Francis Group on behalf of the Academy of Forensic Science.
This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted
use, distribution, and reproduction in any medium, provided the original work is properly cited.

https://doi.org/10.1080/20961790.2018.1446672

FORENSIC SCIENCES RESEARCH, 2018
VOL. 3, NO. 2, 111–123

http://crossmarksupport.crossref.org/?doi=10.1080/20961790.2018.1446672&domain=pdf
http://orcid.org/0000-0002-7468-7082
http://orcid.org/0000-0002-7468-7082
mailto:christian.hussing@sund.ku.dk
https://doi.org/10.1080/20961790.2018.1446672
http://creativecommons.org/licenses/by/4.0/
https://doi.org/10.1080/20961790.2018.1446672
http://www.tandfonline.com
http://www.tandfonline.com


community [14–21]. The STRs include the 13 com-
bined DNA index system (CODIS) core loci [22], the
12 European Set of Standard (ESS) markers [1] and 6
of the 7 Y chromsome STR haplotype reference data-
base (YHRD) core loci in the minimal Y-STR haplo-
type [23], which ensure comparability with the DNA
profiles in already existing DNA databases. The kit
also amplifies 56 AIM SNPs [24] as well as 24 eye and
hair colour predictive SNPs [25]. In total, 231 markers
relevant for forensic genetics are sequenced. The
amplicon lengths of the STRs and SNPs are in the
ranges 61–467 and 63–231 bp, respectively.

Previous studies have already assessed the perfor-
mance of the MiSeq FGxTM Forensic Genomics
System [6,11,26–30]. In this study, we evaluated the
system by assessing the read depth of the markers,
allele balances and stutter and noise ratios using the
fastq files from the MiSeq FGxTM platform. We com-
pared these analyses with the results generated by the
ForenSeqTM UAS and evaluated the reports generated
by the ForenSeqTM UAS. Furthermore, we analysed
the sensitivity of the workflow and the abilities of the
ForenSeqTM UAS to identify DNA mixtures, and to
predict biogeographical ancestry as well as eye and
hair colour.

Materials and methods

Samples and DNA extraction

Material from buccal swabs was collected on FTA
cards from 12 Danes and 1 Argentinian individual.
The DNA was extracted from two 3 mm punches using
the Trace Tip Dance (TD) procedure of the EZ1 DNA
Investigator Kit (Qiagen, Hilden, Germany) and the
EZ1 Advanced XL Instrument (Qiagen). The extracted
DNA was eluted in 50 mL water.

Blood samples from 10 Italians, 2 Ethiopians and 7
individuals of Eastern European, Moroccan, Iraqi,
Indian, Korean, Chinese and Brazilian origin, respec-
tively, were used in this study. The DNA was extracted
from 200 mL blood using the spin protocol of the
QIAamp� DNA Mini Kit (Qiagen). The DNA extrac-
tions were quantified using the Qubit 3.0 instrument
(Thermo Fisher Scientific, Waltham, MA, USA).

STR typing with CE

DNA extracts from 30 individuals were typed for 15
STR loci (D1S1656, D2S1338, D2S441, D3S1358,
D8S1179, D10S1248, D12S391, D16S539, D18S51,
D19S433, D21S11, D22S1045, FGA, TH01 and vWa)
and the amelogenin locus using the AmpFℓSTR�

NGMSElect Express PCR Amplification Kit (Thermo
Fisher Scientific) and the AB3500xl instrument
(Thermo Fisher Scientific). Laboratory procedures and
data interpretation using GeneMapper ID-X v.1.4 were

done according to the accredited workflow for pater-
nity case samples at the Department of Forensic Medi-
cine, University of Copenhagen [31].

Library building, MiSeq FGxTM sequencing and
data analysis

Libraries were built using the ForenSeqTM DNA Signa-
ture Prep Kit (Illumina�) following the manufacturer’s
protocol. Four library pools were made. Pool 1 con-
tained libraries from 10 Danes, 10 Italians and 10 indi-
viduals from various countries (Table 1). Pool 2
contained libraries from the same individuals as
Pool 1. The libraries in Pools 1 and 2 were constructed
independently of each other. Pool 3 contained libraries
for a sensitivity study. Dilution series of DNA from
four individuals (four Danes including two individuals
that were not typed in Pools 1 and 2) were made. The
amount of DNA in the first PCR was 1 000, 500, 250,
125, 62.5, 31.3, 15.6 and 7.8 pg, respectively. Each dilu-
tion in Pool 3 was amplified and sequenced three
times. Pool 4 contained libraries for a mixture study.
Fifteen mixtures (1:1 000, 1:100, 1:50, 1:25, 1:12, 1:6,
1:3, 1:1, 3:1, 6:1, 12:1, 25:1, 50:1, 100:1 and 1 000:1)
were constructed from samples from a male and a
female individual, respectively. Each mixture sample
was amplified and sequenced two times. Except for
Pool 3, 1 ng DNA was used in the first PCR. Primer
Mix B was used for amplification of the samples in
Pools 1, 2 and 4, whereas Primer Mix A was used for
amplification of the samples in Pool 3. Pools 1, 2 and 4
included 32 libraries, of which 2 were the positive con-
trol 2800M and a negative PCR control, while Pool 3
included 96 libraries. The library pools were sequenced
on the MiSeq FGxTM instrument (Illumina�) following
the protocol of the manufacturer. The run quality met-
rics of the sequencing (cluster density, clusters passing
filter, phasing and pre-phasing) were all within the rec-
ommended range (data not shown). In Pools 1, 2 and
4, the read depth ranged from 136 381 to 754 858 reads
per sample with a median read depth of 339 855;
432 871 and 308 877 reads, respectively. The cluster
densities were 1 197, 1 376 and 1 453 k/mm2, and
92.8%, 91.3% and 88.8% of the clusters passed the

Table 1. Geographical origin of the individuals sequenced in
Pools 1 and 2 on the MiSeq FGxTM instrument.

Continental origin National origin
Number of
samples

European Danish 10
Italian 10
Eastern European 1

African Ethiopian 2
North African and Middle Eastern Moroccan 1

Iraqi 1
South Asian Indian 1
East Asian Korean 1

Chinese 1
South American Brazilian 1

Argentinian 1

112 C. HUSSING ET AL.



MiSeqFGxTM’s “cluster passing filter” in Pools 1, 2 and
4, respectively. In Pool 3, the read depth ranged from
983 to 102 329 reads per sample with a median of
18 398 reads. The cluster density was 665 k/mm2, and
96.8% of the clusters passed the “cluster passing filter”.
Overall, the sample read depth decreased as the
amount of input DNA decreased. All sequencing runs
were analysed with the ForenSeqTM UAS [32]. The
“Project Detail Report” offered by the ForenSeqTM

UAS was used for further analysis.

STRinNGS STR analysis

Fastq.gz files from the MiSeq FGxTM sequencing
were mapped to hg19 (GRCh37) using an in-house
script. The resulting BAM files were analysed with
the STRinNGS v.1.0 software [5]. In short,
STRinNGS sorted the reads from the BAM files
according to the barcodes assigned to each individ-
ual. For each barcode, the reads for each STR sys-
tem were subsequently sorted via their specified
flanking sequences, and each sequence read was
parsed according to the specified nomenclature.
Configuration files stated the length of the flanking
regions as well as the repeat structure according to
information in the STRbase (http://www.cstl.nist.
gov/strbase/) and the literature [14–19,33–35] (Sup-
plementary File 1). The nomenclature described by
Gelardi et al. [36] was applied. Forward strand
repeat structure was used in accordance with the
recommendations of the International Society for
Forensic Genetics [35]. The main output file con-
tained a description of all sequences with read
counts above 1% of the total number of reads per
locus.

STRinNGS output was used to determine the read
depth, heterozygous balance (Hb) and fractions of stut-
ter reads based on duplicate sequencing of 30 single
contributor samples. The Hb for STRs was calculated
as the read count for the longest allele divided by the
read count for the shortest allele.

GATK SNP analysis

Reads obtained from the fastq.gz files from the MiS-
eqFGxTM instrument were trimmed to a Q-score of 30
using AdapterRemoval v.2.1.3 [37]. Reads were
mapped to hg19 using BWA-MEM (http://bio-bwa.
sourceforge.net/) and aligned reads were extracted
using SAMtools [38]. Genotypes were called with
GATK 3.6 (https://software.broadinstitute.org/gatk/)
using the default genotyping procedure [39]. Alleles
with read depth below 20 reads were discarded. Locus
read depth, Hb and noise levels were identified and
plotted using in-house Python scripts. Hb was calcu-
lated as the number of reads of one nucleotide divided
by the number of reads of the other nucleotide in the

order A, C, G and T. Noise was calculated as the num-
ber of reads that was different from the true genotype
divided by the total number of reads.

Ancestry and phenotype predictions

The ForenSeqTM UAS ancestry predictions were com-
pared to self-reported ancestry. The ForenSeqTM UAS
eye colour predictions were compared to the Pixel
Indix of the Eye (PIE)-scores obtained with digital
photographs and the DIAT software [40]. The
ForenSeqTM UAS hair colour predictions were com-
pared to self-reported hair colours, which were avail-
able for all study subjects except for the individuals of
Eastern European, Iraqi, Indian and Brazilian origin.

Results

STR typing using the MiSeq FGxTM forensic
genomics system

A total of 30 samples were sequenced in duplicate with
the ForenSeqTM DNA Signature Prep Kit using Primer
Mix B (Pools 1 and 2) and analysed with the Fore-
nSeqTM UAS. All 58 and 34 STR markers were typed
in all samples from male and female individuals,
respectively. However, DXS10103 was not called in one
of the duplicate typings of two samples because of low
read depth (�30 allele read counts).

A total of 1308 STRs (58 STRs typed in 12 male
samples and 34 STRs typed in 18 female samples)
were sequenced twice, and 1290 genotypes (98.6%)
were reproduced. The details of the 18 genotypes
that were not reproduced are shown in Supplemen-
tary File 2. Besides the two locus drop-outs in
DXS10103, discordant genotypes were observed in
six loci (D9S1122, D17S1301, D20S482, D21S11,
DYS392 and DXS10135). In 13 incidents, the discor-
dance was caused by allele drop-in. The drop-in
alleles had markedly lower read depth than the
other allele(s), and the lengths and sequences of the
drop-in alleles indicated that the alleles were stutter
artefacts. Only in one incident, the 10,13 genotype
call in DYS392, the drop-in allele had an unusual
length. A total of four allele drop-outs, which were
all in DXS10103, were observed. In all incidents,
sequences of the drop-out allele were present. How-
ever, the alleles were not called because the num-
bers of reads were below the interpretation
threshold (IT) defined in the ForenSeqTM UAS.

All 30 samples were also typed with PCR–CE using
the AmpFℓSTR� NGMSElect Express PCR Amplifica-
tion Kit. Of the 450 STR genotypes, 448 (99.6%) were
concordant with the genotypes obtained using the
ForenSeqTM DNA Signature Prep Kit. Two discordan-
ces were caused by drop-ins in the PCR–NGS assay
(Supplementary File 3).
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STR sequence analysis

The locus balance, Hb and fraction of stutter artefacts
for each STR locus were analysed using STRinNGS [5]
and the fastq files from the duplicate typing of 30 sam-
ples (Pools 1 and 2). STRinNGS uses the flanking
sequences to sort the reads according to locus. For
most loci, the numbers of allowed mismatches in the
flanking sequences were set to no more than three.
However, more than three mismatches in the flanking
sequences were needed to identify reads of D1S1656,
D19S433, HPRTB and DYS522 (Supplementary File 1),
indicating that some flanking sequences included a rel-
atively high number of sequencing errors or true
variants. The read depth of the Y-chromosome STR
DYS461 is shown in Figure 1. This locus is not
included in the list of markers amplified by the Fore-
nSeqTM Signature Prep Kit. However, DYS461 was
amplified on the same fragment as DYS460 [6], and
was readily analysed by STRinNGS (Supplementary
File 1).

The median read depth of all STRs was 3 145 reads.
The median read depth varied from 52 to 18 164 reads
for the various loci (Figure 1). Two loci, DYS389I and
D3S1358, had median read depth above 10 000 reads,
whereas DXS10103 had a median read depth of only
52 reads. The coefficient of variation of the STRs’ read
depth varied from 30% to 120%, and was highest for
the Y-chromosome STR DYS392 (Table 2).

Hb was calculated in all heterozygous genotypes as
the read count of the longest allele divided by the read
count of the shortest allele (Figure 2). For most loci,
the median Hb was close to or slightly smaller than

1.0, which indicates that the sequencing assay had a
tendency to favour the amplification of the shorter
allele of a locus. D22S1045 was the only STR locus with
a median Hb < 0.5 (based on 44 heterozygous

Figure 1. Box-and-whisker plots of the read depth variation of STR loci. Autosomal STRs are marked with white colour,
X-chromosomal STRs with pale grey colour, and Y-chromosomal STRs with dark grey colour. The lower and upper limits of the
boxes correspond to the 0.25 and the 0.75 quartiles, respectively, and the median is indicated with a bold line. The ends of the
whiskers correspond to the most extreme data-point within 1.5 times the interquartile range from the ends of the box. Outliers are
indicated by dots.

Table 2. Median and variation of the read depth of the 59 STR
loci.

Locus Median SD
CV
(%) Locus Median SD

CV
(%)

D3S1358 18 164 8 293 40.7 TPOX 2 714 2 438 69.2
DYS389I 10 319 3 322 31.3 DYS549 2 666 1 081 36.7
DXS7132 7 540 3 709 41.8 DXS10135 2 610 1 483 47.6
D20S482 7 353 2 277 31.8 D21S11 2 602 970 34.0
TH01 7 332 2 627 34.5 DYS643 2 544 884 32.1
HPRTB 6 803 3 257 43.9 D13S317 2 536 927 35.0
DXS7423 6 440 3 360 46.4 DYS533 2 189 1 133 44.3
DXS10074 6 214 4 460 54.9 DYS392 2 119 5 368 120.2
D2S1338 6 180 2 749 41.8 DYS439 2 091 925 40.2
DYS438 57 477 2 931 43.8 DYS437 2 081 928 40.0
D2S441 5 442 2 109 36.4 D9S1122 2 040 848 37.7
D8S1179 5 202 2 002 35.7 CSF1PO 1 912 661 33.0
DYS576 5 097 2 352 41.6 DYS19 1 819 839 41.4
D18S51 5 043 1 628 32.1 DYF387S1 1 770 599 30.1
D6S1043 4 939 1 964 36.9 Penta D 1 606 674 38.8
D10S1248 4 837 1 857 35.2 D19S433 1 572 840 48.4
D16S539 4 804 1 595 34.2 D7S820 1 571 476 30.3
DYS390 4 765 1 755 35.1 DYS635 1 539 597 38.5
D4S2408 4 261 1 912 40.8 DYS460 1 325 557 39.2
FGA 4 023 1 521 34.5 DYS389II 1 218 572 44.4
DXS8378 3 852 2 299 51.7 D1S1656 1 174 521 41.9
D22S1045 3 812 2 418 58.4 Penta E 1 158 629 49.9
DYS505 3 611 1 836 46.7 DYS481 855 359 36.4
DYS570 3 411 1 310 34.9 vWA 737 309 38.9
DYS448 3 339 1 509 40.2 Y-GATA-H4 727 307 37.9
D17S1301 3 296 1 583 43.1 D5S818 560 236 41.9
DYS612 2 903 1 241 37.3 DYS461 525 213 38.9
D12S391 2 871 986 33.9 DYS522 498 272 51.9
DYS385a/b 2 807 1 358 41.3 DXS10103 52 28 49.9
DYS391 2 781 1 397 49.0

SD: standard deviation; CV: coefficient of variation.
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D22S1045 genotypes). The largest variation of Hb was
observed in D1S1656 (Hb range: 0.18–1.38). The large
Hb variation was caused by microvariant alleles with a
[TCA] trinucleotide that interrupted the D1S1656
[TCTA] repeats. These alleles had lower read counts
(approximately one-third) than the alleles without the
trinucleotide (data not shown).

The fraction of stutter reads that were one repeat
unit shorter than the parent allele (n ¡ 1 stutter) was
calculated for each allele (Table 3, Figure 3, Supplemen-
tary File 4). The highest n ¡ 1 stutter ratio was
observed for the two three-base-pair Y-chromosome
repeats DYS481 and DYS612 that both had an average
stutter ratio of 31.5%, and a maximum stutter ratio of
43% and 37%, respectively. In contrast, the four five-
base-pair repeat STR systems Penta D, Penta E,
DYS438 and DYS643 had some of the lowest n ¡ 1
stutter ratios, and no stutter was observed in the six-
base-pair repeat system DYS448. At four STR loci,
D12S391, D21S11, DYS390 and DXS7132, two stutters
of the same length but with different sequences were
observed, and at DYS389II, three same-length stutters
with different sequences were observed. These STRs
have two or more sub-repeats, and slippage during the
PCR may occur at any of the sub-repeats and, thus,
generate stutter artefacts. For example, the allele
D21S1127[TCTA]6[itvsTCTA]8 (itvs: the intervening
sequence [TCTG]5[TCTA]3[TA]1[TCTA]3[TCA]1
[TCTA]2[TCCATA]1) generated the stutters
D21S1126[TCTA]6[itvsTCTA]7 (stutter ratio: 3.4%) and
D21S1126[TCTA]5[itvsTCTA]8 (stutter ratio: 3.2%).
Similarly, the allele D12S39121[AGAT]12[AGAC]9 gen-
erated the two stutters D12S39120[AGAT]11[AGAC]9
(stutter ratio: 17.4%) and D12S39120[AGAT]12[AGAC]8

(stutter ratio: 3.0%). In general, the fraction of stutter
reads depended on the sequence and the length of the
longest uninterrupted repeat [31,41–43]. The stutter
ratio was high for alleles with long uninterrupted
repeats. This was seen in e.g. D18S51, where the stutter

Figure 2. Heterozygote balances of the STRs. The loci are listed
according to increasing PCR amplicon size from left to right.
Autosomal loci are marked with white colour, X-chromosomal
loci with pale grey colour and Y-chromosomal loci with dark
grey colour (two amplicons are generated from each of the
Y-STRs DYF387S1 and DYS385a/b). The box-and-whisker plot
parameters are described in Figure 1.

Table 3. Average stutter/parent allele read percentage of the
STR markers.

Markera,b
Average stutter read fraction

in per cent (range)
n ¡ 1 Stutter threshold (%) in

the ForenSeqTM UAS

Autosomal STRs
FGA 15.1 (6.2–24.4) 25.0
D8S1179 14.5 (7.5–20.9) 25.0
D12S391 A 14.5 (3.1–24.8) 33.0
D17S1301 13.5 (8.7–20.3) 20.0
D2S1338 13.4 (7.6–19.5) 20.0
D1S1656 12.8 (6.0–26.4) 25.0
D18S51 12.1 (7.2–20.2) 22.0
D20S482 10.9 (6.8–16.1) 15.0
vWA 10.8 (5.0–18.1) 22.0
D10S1248 10.3 (5.3–14.4) 20.0
D16S539 9.9 (4.7–15.3) 20.0
D3S1358 8.7 (6.3–12.8) 15.0
D6S1043 8.4 (5.4–12.4) 12.5
D22S1045 8.0 (3.5–18.9) 20.0
D9S1122 8.0 (3.4–13.7) 12.5
D19S433 7.7 (3.9–15.8) 12.5
D21S11 A 6.9 (3.1–11.7) 10.0
D5S818 6.2 (3.3–13.8) 12.5
TH01 6.1 (2.8–8.9) 10.0
D7S820 5.8 (3.5–9.9) 10.0
Penta E 5.2 (2.0–12.3) 10.0
TPOX 4.1 (1.9–5.9) 10.0
D13S317 3.6 (1.8–5.1) 12.5
CSF1PO 3.6 (2.0–6.9) 10.0
D21S11 B 3.5 (1.6–5.2) 10.0
D4S2408 3.3 (1.7–5.6) 7.5
D12S391 B 3.2 (1.4–4.4) 33.0
D2S441 3.0 (1.7–4.4) 7.5
Penta D 2.2 (1.1–4.1) 7.5

Y-STRsc

DYS481 31.5 (25.8–43.0) 50.0
DYS612 31.5 (23.6–36.8) 35.0
DYS385a/b 16.9 (3.8–31.8) 20.0
DYS392 14.8 (3.9–52.5) 30.0
DYS570 13.9 (11.0–19.8) 22.0
DYF387S1 12.1 (6.7–21.5) 20.0
DYS389II A 11.7 (5.6–17.1) 35.0
DYS576 10.9 (8.5–13.6) 15.0
DYS389I 10.4 (1.9–13.0) 20.0
DYS391 10.2 (7.3–12.2) 20.0
Y-GATA-H4 9.1 (6.4–13.2) 35.0
DYS19 7.3 (3.4–9.4) 15.0
DYS390 A 6.9 (5.0–11.0) 15.0
DYS437 6.7 (5.0–9.3) 45.0
DYS389II B 6.5 (2.0–13.1) 35.0
DYS505 6.5 (4.4–9.1) 15.0
DYS460 6.3 (4.6–8.0) 15.0
DYS635 5.8 (2.7–8.0) 15.0
DYS533 5.6 (4.2–7.7) 15.0
DYS439 4.9 (3.3–6.8) 15.0
DYS522 4.8 (2.3–10.0) 15.0
DYS389II C 4.2 (2.7–6.8) 35.0
DYS549 3.8 (2.6–5.5) 22.0
DYS643 3.0 (1.4–5.3) 20.0
DYS390 B 2.0 (1.4–3.0) 15.0
DYS438 1.7 (1.3–2.3) 15.0
DYS448 No stutters observed 15.0

X-STRs
DXS7132 A 13.2 (2.9–18.6) 22.0
DXS10135 12.9 (7.4–33.7) 22.0
DXS10103 10.3 (2.9–26.7) 22.0
DXS8378 6.8 (3.0–14.2) 15.0
DXS10074 5.5 (1.8–9.4) 25.0
DXS7423 3.8 (2.5–6.1) 15.0
HPRTB 3.6 (2.1–5.7) 15.0
DXS7132 B 2.5 (2.5–2.5) 22.0

aTwo different stutters with the same length were observed for D12S391
(26 times), DYS390 (24 times), DYS389II (24 times), D21S11 (10 times) and
DXS7132 (1 time). The one with the most reads was designated A, and the
one with the least reads was designated B; bThree different stutters with
the same length were observed in DYS389II (6 times). The one with the
most reads was designated A, the one with the second most reads was
designated B and the one with the least reads was designated C; cStutter
percentages were not assessed for DYS461.
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ratio was linearly correlated with the number of
[AGAA] repeats (Figure 3(A)). STR alleles with micro-
variants in the longest repeat had lower stutter ratios
than alleles of similar length without microvariants, e.g.
D1S1656 (compare e.g. alleles 16.3 and 17 in Figure 3
(B)). D1S1656 had a long sequence of [TCTA] repeats.
However, in some individuals, a [TGA] trinucleotide
broke the longest repeat up into two smaller repeats.
These alleles had much lower stutter ratios than alleles
without the [TGA] sequence. In contrast, microvariants
in D19S433 did not affect the stutter ratio because the
variants did not interrupt the longest repeat (compare
e.g. alleles 14.2 and 15 in Figure 3(C)). Similarly, varia-
tions in the sub-repeat structures caused stutter ratios
to be lower than the expected ones from the total num-
ber of repeats. D2S1338 consisted of a long stretch of
[TTCC] repeats. However, a single [GTCC] sequence
interrupted the stretch of [TTCC] repeats in alleles with
22 or more repeats. Correspondingly, lower stutter
ratios were observed for the longest alleles (compare
e.g. alleles 21 and 22 in Figure 3(D)).

Only stutter reads that were one repeat unit shorter
than the parent allele were considered here. Many of
the sequences that were two repeats shorter (n ¡ 2

stutter) or one repeat longer (n + 1 stutter) than the
parent allele were not represented in the STRinNGS
output file because STRinNGS ignored unique sequen-
ces with less than 1% of the total reads for a locus. Nev-
ertheless, n¡ 2 and n + 1 stutters were observed in loci
with frequent n ¡ 1 stutter reads, e.g. DYS481,
DYS612, DYS385a/b, DYS392 and DXS7132.

HID-SNP typing using the MiSeq FGxTM forensic
genomics system

A total of 94 HID-SNPs were amplified with the Fore-
nSeqTM DNA Signature Prep Kit, and analysed with
the ForenSeqTM UAS. Eighteen locus drop-outs
(0.32%) were observed in the duplicate typing of the
30 samples. Eleven of the 18 locus drop-outs were
found at the rs1736442 SNP. The remaining locus
drop-outs were detected in rs1031825, rs2920816,
rs907100 and rs7041158.

A total of 2820 SNPs were typed twice, and 2780
genotypes (98.6%) were reproduced. The inconsisten-
cies were caused by the 18 locus drop-outs mentioned
above, 21 allele drop-outs at 8 loci (rs2920816,
rs1493232, rs1031825, rs1294331, rs7041158,

Figure 3. Correlation between the number of STR repeats of the parent alleles and the stutter ratio in per cent at four loci: D18S51
(A), D1S1656 (B), D19S433 (C) and D2S1338 (D).
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rs1736442, rs1454361 and rs338882) and one allele
drop-in at rs1454361. Most allele drop-outs were
found in rs2920816 and rs1493232 with seven and
four incidents, respectively. Allele drop-outs were
observed in loci with low read depth (<94£). The
locus drop-in occurred in a locus with high read depth
(846£) and very skewed Hb (24.6).

Analysis of SNP amplicons

The locus balance, Hb and noise level of each of the
172 SNP loci were analysed using the freeware GATK
(https://software.broadinstitute.org/gatk/) and the
fastq files from the duplicate typing of 30 samples. The
median read depth was 505 reads or around six times
lower than that of the STR loci. The median read depth
ranged from 60 (rs1736442) to 1 212 (rs917115) reads
(Supplementary Figure 1). Seventeen of the 18 locus
drop-outs and 13 of the 21 allele drop-outs were
observed in the four loci with the lowest overall read
depth (rs1736442, rs2920816, rs1031825 and
rs7041158). A read depth of 200£ has previously been
suggested as a threshold for SNP typing with NGS plat-
forms in relationship testing [8]. Eighty-six of the HID
SNPs (91%), 50 of the AIM SNPs (93%) and all pheno-
typical SNPs had median read depth higher than
200£.

Hb (Supplementary Figure 2) was calculated for
SNP loci with six or more heterozygous genotype calls
among the duplicate sequencing of 30 individuals (150
loci). For most loci, the median Hb was close to one,
and there were only few outliers. However, four SNPs
(rs798443, rs338882, rs6955448 and rs279844) had
median Hbs below 0.5 or higher than 2.0.

The reads that differed from the SNP genotype call
were designated as noise. Only two SNP loci,
rs1229984 and rs1979255, had median noise levels
>0.1%. Of the 10 302 SNP genotypes, only 46 (0.45%)
had noise levels >1%. Almost 50% (20) were at the
rs1979255 locus.

Sensitivity

Eight dilutions of DNA from two male and two female
individuals were amplified in triplicates using Primer
Mix A and genotyped with the MiSeq FGxTM Forensic
Genomics System (Pool 3). Overall, the typing effi-
ciency and quality of the results decreased with
decreasing amount of DNA in the first PCR. The num-
ber of allele and locus drop-outs increased dramatically
when the DNA input was <250 pg (Figure 4). Simi-
larly, the number of loci flagged for low read depth by
the ForenSeqTM UAS increased dramatically for
<250 pg input DNA (Table 4).

Figure 4. Sensitivity study. DNA extracts from two males and two females were serially diluted and typed in triplicate. The amount
of DNA in the first PCR was 1 000, 500, 250, 125, 62.5, 31.3, 15.6 and 7.8 pg, respectively. The average number of correctly typed
loci (white), loci typed with allele drop-in (black) and loci typed with allele drop-out (grey) is shown for autosomal STRs (A: 27 loci),
Y-STRs (B: 24 loci), X-STRs in female samples (C: 7 loci), X-STRs in male samples (D: 7 loci) and HID-SNPs (E: 94 loci). Two different
amplicons were generated from each of the loci: DYS385a/b and DYF387S1. Y-STR allele drop-out refers to the drop-out of one of
these alleles.
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DXS10103 and DYS389II were the STR markers
most prone to locus drop-out with �250 pg input
DNA (locus drop-outs occurred in 56% and 39% of
the male samples, respectively; see Supplementary
Table 1). DXS10103 had a lower read depth than the
other loci (Figure 1). The high susceptibility to locus
drop-out of DYS389II may be due to the long alleles of
this locus (http://strbase.nist.gov/str_y389.htm). HID
SNPs prone to locus drop-outs with �250 pg input
DNA included the four SNP loci with the lowest read
depth, rs2920816, rs1031825, rs7041158 and
rs1736442 (Supplementary Figure 1), as well as
rs354439 and rs1294331.

High proportions of allele drop-out with �250 pg
input DNA were observed for DYS385a/b, DXS10103,
vWA and D1S1656 (Supplementary Table 2). D1S1656
was the marker with the largest variation in Hb. The
DYS385a/b amplicons were long (�316 bp) [44]
including a 163 bp upstream flanking sequence.
DXS10103 and vWA were among the loci with the low-
est read depth (Figure 1 and Table 2). HID SNP loci
prone to allele drop-outs with �250 pg input DNA
included rs1493232 and rs10488710 (allele drop-out in
28% and 22% of the samples, respectively). Both loci
frequently experienced locus drop-outs at <250 pg
input DNA.

Sequences with n ¡ 1 repeats (most likely n ¡ 1
stutters) that had high read counts led to allele drop-
ins. At �250 pg input DNA, allele drop-ins were
observed in DYS612, D20S482, D9S1122, D2S1338,
D3S1358, FGA, DYS505, D6S1043, D8S1179, TH01 and
D21S11 (Supplementary Table 3). No allele drop-in
was observed in the HID SNP loci.

DNA mixture detection

DNA from a male and a female was mixed in 15 differ-
ent ratios, and sequenced with the MiSeq FGxTM

Forensic Genomics System in duplicate (Pool 4). The
ForenSeqTM UAS provides tools for identification of
mixtures. For each locus, alerts for low quality are
raised if the Hb is too skewed or if the number of
detected alleles exceeds two (for STRs). The “single-
source indicator” calls the sample as single-source if
the number of violations of the intralocus balance
threshold and allele count is <6 for STRs, and/or if the
number of violations of the intralocus balance thresh-
old is <11 for HID SNPs (AIMs and phenotypical
SNPs are not used to indicate whether the sample is a
mixture). The results from the ForenSeqTM UAS analy-
sis of the 30 mixtures are shown in Table 5. All samples
with mixture ratios between 1:1 and 1:50 were

Table 4. Number of loci assigned a warning by the ForenSeqTM UAS for low read depth or imbalancea.
Autosomal STRs (27)b Y-STRs (24)b X-STRs (7)b HID SNPs (94)b

Input DNA (pg) Low read depth Imbalance Low read depth Low read depth Imbalance Low read depth Imbalance

1 000.0 0.2 1.9 0.3 0.3 0.5 2.7 1.8
500.0 0.1 3.7 1.3 0.3 0.3 3.9 3.2
250.0 0.8 5.4 1.0 0.3 2.0 8.3 3.0
125.0 2.0 7.5 3.5 0.9 2.0 17.1 4.5
62.5 5.3 5.3 7.2 1.4 1.8 34.5 2.3
31.3 9.5 2.6 14.0 2.3 1.5 55.4 1.1
15.6 17.0 0.8 15.8 4.1 0.2 79.3 0.3
7.8 20.8 0.1 19.0 5.0 0.2 85.6 0.0
aThe averages of triplicate typing of four samples (two male and two female samples); bThe total number of loci is shown in parentheses.

Table 5. Analysis of mixtures with the ForenSeqTM UAS.
Autosomal STRs HID SNPs

Mixture ratio (male/female)
“Single source”

indicatora
Average number of “allele

count” alertsb
Average number of “imbalance”

alertsb
Average number of “imbalance”

alertsb

1 000:1 Pass 1.5 0.5 3.5
100:1 Pass 3 3 1.5
50:1 Fail 8.5 3 2
25:1 Fail 9.5 4.5 6
12:1 Fail 16 9 12.5
6:1 Fail 19 19 32.5
3:1 Fail 19 20 48.5
1:1 Fail 20 17.5 45.5
1:3 Fail 19 21 29.5
1:6 Fail 17 19.5 18
1:12 Fail 14.5 13.5 10.5
1:25 Fail 10 5 4.5
1:50 Fail 4.5 2.5 3.5
1:100 Pass 1 1 2.5
1:1 000 Pass 1 2.5 2.5
Single contributor samplesc Pass 0.5 2.2 1.05
a“Pass” indicates that the DNA originates from only one source, while “Fail” indicates that the sample contains DNA from more than one individual;

bAverage of duplicate typing; cResults from 30 samples typed in duplicate (Pools 1 and 2).
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identified as mixtures, whereas 1:100 and 1:1 000 mix-
tures were called as single-source samples. It is note-
worthy that Y-STR alleles were detected in 1:100 (six
and seven alleles in the two duplicates) and 1:1000
(two and zero alleles) male/female mixtures, and that
this did not influence the single-source indicator of the
ForenSeqTM UAS (data not shown).

The average numbers of alerts for the 30 single-
source samples typed in duplicate (Pools 1 and 2) were
2.7 and 1.05 for STRs and SNPs, respectively (Table 5).
The “allele count” alerts were seen in D7S820 (eight
times), D20S482 (six times) and D21S11 (five times).
These loci had a relatively low stutter threshold com-
pared to the observed fraction of stutter reads (Table 3).
Sometimes, the number of n¡ 1 stutter reads exceeded
the threshold, which released an “allele count” alert.
The largest number of alerts for “imbalance” was
observed in D22S1045 (44 times), D1S1656 (26 times),
Penta E (12 times), D5S818 (11 times), rs338882 (19
times), rs6955448 (12 times) and rs4530059 (9 times).
These loci have either skewed median Hb or large var-
iations of Hb (Figure 2, Supplementary Figure 2),
which triggered the “imbalance” alert of some samples.

Ancestry prediction

The ForenSeqTM UAS comprises a tool for prediction
of biogeographic ancestry using four reference popula-
tions: European, East Asian, African and admixed
American. The predictions were compared to self-
reported ancestry of 30 individuals. Twenty out of 21
self-reported Europeans were assigned European
ancestry. One of the Italian individuals was predicted
as admixed American. The two self-reported East

Asians (Korean and Chinese) were assigned East Asian
ancestry. Two Africans from Ethiopia were predicted
as African and admixed American, respectively. The
Brazilian individual was predicted to be of admixed
American ancestry, and the Argentinian individual to
be of European ancestry. The Argentinian individual
had blue eyes and blond hair (see the following para-
graph) indicating that the individual was of European
descent. Finally, a Moroccan, an Iraqi and an Indian
individual were all assigned as admixed Americans.

Phenotype prediction

The ForenSeqTM UAS comprises a tool for prediction of
eye and hair colours based on the HIrisplex model [25].
The eye colour predictions were compared to the
PIE-scores that are an objective measure of the eye
colour [40], whereas the hair colour predictions were
compared to self-reported hair colours.

The ForenSeqTM UAS reported probability values
for each colour category. With a probability threshold
of P> 0.7, as suggested in [25], 11 of the 30 individuals
were predicted to have blue eyes, 16 individuals to have
brown eyes and the eye colours of 3 individuals could
not be predicted (Figure 5). Of the 11 individuals pre-
dicted to have blue eyes, 9 had PIE-scores >0.8, and 2
individuals had PIE-scores of 0.63 and 0.64, respec-
tively. Most likely, the eyes of individuals with PIE-
scores >0.8 would be categorized as blue or light-col-
oured, whereas PIE-scores around 0.6 most likely are
associated with an intermediate eye colour [40].

With a probability threshold of P > 0.7, the hair col-
our was predicted for only 10 of the 30 individuals
(Figure 6). Nine of the predictions were in concordance

Figure 5. Correlation between the objective PIE-score eye colour measure and eye colour predictions obtained with ForenSeqTM

UAS in 30 individuals: 10 Danes (A), 10 Italians (B) and 10 individuals of other origin (AR: Argentina, MA: Morocco, EE: Eastern
Europe, KR: Korea, ET: Ethiopia, IR: Iraq, BR: Brazil, IN: India and CN: China) (C). Blue, green and brown colours indicate the scores
for blue, intermediate and brown eye colours, respectively.
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with the self-reported hair colour including two, three
and four individuals with red, blond and black hair col-
our, respectively. One individual was predicted to have
red hair, but had brown hair colour. Noteworthy, no
brown hair colour predictions were made, even though
seven individuals had self-reported brown hair colour.

Discussion

The MiSeq FGxTM Forensic Genomics System [11] is
capable of typing 153 (Panel A) or 231 (Panel B) loci
commonly used in forensic genetics in one multiplex
assay. The loci include STRs and SNPs, which make
the ForenSeqTM DNA Signature Prep Kit the first com-
mercial assay for typing of both types of HID markers
and an excellent example of what PCR–NGS assays
may provide to forensic genetic investigations in
future.

Except for two drop-ins in D21S11 (Supplementary
File 3), complete concordance between the automated
ForenSeqTM UAS analysis and the PCR–CE results was
observed. Both drop-ins were flagged by the Fore-
nSeqTM UAS, and would have been called as stutter
artefacts by the data analyst. The reproducibility was
>98.5% for both STRs and SNPs in the duplicate typ-
ing of 30 samples. Most of the discordances were
caused by locus or allele drop-outs, whereas allele
drop-ins were rare and mainly caused by stutter arte-
facts. The analysis of the assay sensitivity indicated
that most loci may be successfully typed with an input
DNA amount of >250 pg in the first PCR. In the
reproducibility and sensitivity studies, DXS10103 and
the four HID-SNPs, rs1736442, rs2920816, rs1031825
and rs7041158, accounted for the majority of drop-
outs. All these loci had relatively low read counts

(Figure 1 and Supplementary Figure 1), which
explained why they frequently dropped-out. Analysis
of the heterozygote balances revealed that D22S1045
was another poorly performing locus. The variation in
allele read depth was so large that allele drop-out was
likely, and it was difficult to distinguish stutters from
true alleles for some samples. The power of discrimina-
tion of the MiSeq FGxTM Forensic Genomics System is
so large that it may be considered to eliminate these
loci from the assay. However, D22S1045 is one of the
ESS markers. Therefore, it would be preferable to keep
the locus in the multiplex, but design new, more effi-
cient PCR primers. Similarly, one of the YHRD core
loci [23], DYS393, is not amplified with the MiSeq
FGxTM Forensic Genomics System, and it should be
included in any future design.

The ForenSeqTM UAS is not an expert software that
reports genotypes and conclusions in a final report
without manual inspection of a case officer. The soft-
ware assists the data analyst by presenting the analysed
results in detailed reports and by raising alerts, but it is
the data analyst who makes the conclusions. The soft-
ware uses two minimal thresholds: the IT and the ana-
lytical threshold (AT). If the locus read depth is less
than 650 reads, the IT is set to 30 reads, and the AT to
10 reads. When the read depth is higher, the software
employs IT and AT settings that are user-defined as
percentages of the total reads for each locus. Only
sequences with read depth higher than the IT are
called. The AT is used exclusively to raise alerts and to
inform the data analyst that there are sequences with
fewer reads, which may be relevant for the interpreta-
tion. The threshold for the Hb is also user-defined.
However, it is set commonly for all STRs and all SNPs,
and not for each locus, separately. Some loci have

Figure 6. Comparison between self-reported hair colour and hair colour predictions obtained with ForenSeqTM UAS in 26 individuals:
10 Danes (A), 10 Italians (B) and 6 individuals of other origin (C) (AR: Argentina, MA: Morocco, KR: Korea, ET: Ethiopia and CN: China).
Red, blond, brown and black colours indicate the probability values of red, blond, brown and black hair colours, respectively.
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skewed Hbs (Figure 2 and Supplementary Figure 2)
and frequently trigger “imbalance” alerts. Therefore, it
would be convenient if locus-specific Hb thresholds
were implemented in future versions of the software.
The ForenSeqTM UAS uses the number of “imbalance”
and “allele count” alerts to identify possible mixtures.
However, it is up to the data analyst to act on this
information and draw the necessary conclusions. The
locus-specific stutter filters are user-defined and take
the possibility of observing n¡ 1, n¡ 2 and n + 1 stut-
ters into account. The filter for each locus is a fixed
percentage of the number of reads of the parent allele
(Table 3). However, as shown in Figure 3 and Supple-
mentary File 4, the stutter ratio varied between alleles
of the same locus and depended on the longest unin-
terrupted repeat [31,41,42]. In the ideal situation, the
stutter filter values should be set for each allele, i.e. be
sequence-dependent.

In this work, STRinNGS [5] was used to verify the
data analysis of the ForenSeqTM UAS and to analyse
the flanking regions of the STRs. We found true
sequence variations in the flanking regions (all previ-
ously reported by Novroski et al. [6]), and what
appeared to be sequencing errors or base degeneration
in the primer sets of the first PCR. The latter were
problematic because of their high frequency at some
loci. For example, in D1S1656, four unique sequences
with almost equal read counts in all heterozygous indi-
viduals were identified: two different STR alleles and
for each STR allele, two different SNP–STR alleles. The
variant in the flanking region of D1S1656 was detected
6 bp downstream and was most likely caused by a
degenerated base in the downstream PCR primer.
These positions must be identified to allow proper
analysis of the flanking regions and should be made
available by the manufacturer (Illumina or Verogen).
The ForenSeqTM UAS does not report variants in the
flanking regions, except for the SNP rs73801920 posi-
tioned 4 bp downstream of D5S818 [5]. Variation in
this position is indicated in the report, if an individual
has two SNP–STR alleles of the same size. However, it
is up to the data analyst to use that information and
name the SNP–STR alleles. In the case of an insertion
or deletion in the flanking region, the ForenSeqTM

UAS reports the allele name based on the length of the
fragment, similarly to PCR–CE detection methods,
and the sequence of the STR region as a string of bases.
Again, it is up to the data analyst to interpret the STR
sequence and name the allele. Two loci with deletions
in the flanking regions were identified in our study.
One individual had a 13 bp deletion immediately
upstream of Penta D, and four individuals had a 3 bp
deletion in the downstream flank of DXS10135
(Table 6). In the example with a deletion in Penta D,
the ForenSeqTM UAS named the allele Penta D[2.2],
which is identical to the PCR–CE allele name. How-
ever, the allele had five [AAAGA] repeats, and the

13 bp deletion was not reported. Without a more
detailed analysis of the reads, it was not possible
for the data analyst to give the allele the accurate
name, which should be Penta D2.2[AAAGA]5
del:45056073-85 [36]. Similarly, the deletion at
DXS10135 was not reported by the ForenSeqTM UAS,
and the true name could only be constructed using
another software.

Overall, the performance of the MiSeq FGxTM

Forensic Genomics System was high and the assay
may be an attractive alternative to PCR–CE assays in
some cases. In previous studies, other researchers
reached similar conclusions on the overall perfor-
mance of the MiSeq FGxTM Forensic Genomics
System, and also identified the same error-prone
loci [6,26–29]. However, the higher costs of the work-
flow compared to that of PCR–CE typing may limit its
use to special cases. The reagent costs of typing a sam-
ple with the MiSeq FGxTM Forensic Genomics System
was approximately US$ 60 with Primer Mix A, and
US$ 90 with Primer Mix B. This is 3–4 times the price
of PCR–CE typing of CODIS and ESS STR loci, which
usually provides sufficient discrimination power for
non-degraded single contributor samples [1,45]. In the
analysis of mixtures and/or samples with low amounts
of DNA, the STR sequence information and sheer
number of typed loci may be valuable. However, the
high stutter ratios of some of the loci may interfere
with mixture interpretation (Table 3, Supplementary
File 4). Ancestry and phenotype information may
provide investigative leads to the police in crime
cases without a suspect and no hit in the crime
DNA database, as well as in cases with missing
persons [25,40,46]. However, the ancestry and pheno-
type prediction provided by the MiSeq FGxTM Forensic
Genomics System was not based on the likelihood
ratio principle, which is the internationally

Table 6. Penta D and DXS10135 alleles with deletions in the
STR flanking regions.

Locus
Number of
repeats

CE allele
name Sequencing allele namea

Penta D 5 Penta D
[2.2]

Penta D[CE2.2]-Chr21-GRCh37
45056085-45056150 [AAAGA]5
del:45056073-85

DXS10135 18 DXS10135
[17.1]

DXS10135[CE17.1]-ChrX-GRCh37
9306342-9306440
[AAGA]3GAAAGGA
[AAGA]14[AAAG] del:9306454-6

20 DXS10135
[19.1]

DXS10135[CE19.1]-ChrX-GRCh37
9306342-9306440
[AAGA]3GAAAGGA
[AAGA]16[AAAG] del:9306454-6

21 DXS10135
[20.1]

DXS10135[CE20.1]-ChrX-GRCh37
9306342-9306440
[AAGA]3GAAAGGA
[AAGA]17[AAAG] del:9306454-6

22 DXS10135
[21.1]

DXS10135[CE21.1]-ChrX-GRCh37
9306342-9306440
[AAGA]3GAAAGGA
[AAGA]18[AAAG] del:9306454-6

aAccording to Parson et al. [35].
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recommended method for reporting forensic genetic
evidence [10,47,48]. This should also be addressed in
future versions of the ForenSeqTM UAS.
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