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Abstract: In vivo monitoring of the microvasculature is relevant since diseases such as diabetes,
ischemia, or cancer cause microvascular impairment. Super-resolution ultrasound imaging allows
in vivo examination of the microvasculature by detecting and tracking sparsely distributed
intravascular microbubbles over a minute-long period. The ability to create detailed images of
the renal vasculature of Sprague-Dawley rats using a modified clinical ultrasound platform was
investigated in this study. Additionally, we hypothesized that early ischemic damage to the renal
microcirculation could be visualized. After a baseline scan of the exposed kidney, 10 rats underwent
clamping of the renal vein (n = 5) or artery (n = 5) for 45 min. The kidneys were rescanned at the
onset of clamp release and after 60 min of reperfusion. Using a processing pipeline for tissue motion
compensation and microbubble tracking, super-resolution images with a very high level of detail
were constructed. Image filtration allowed further characterization of the vasculature by isolating
specific vessels such as the ascending vasa recta with a 15–20 µm diameter. Using the super-resolution
images alone, it was only possible for six assessors to consistently distinguish the healthy renal
microvasculature from the microvasculature at the onset of vein clamp release. Future studies will
aim at attaining quantitative estimations of alterations in the renal microvascular blood flow using
super-resolution ultrasound imaging.
Keywords: super-resolution ultrasound imaging; rats; Sprague-Dawley; kidney; microcirculation;
vasa recta; reperfusion injury

1. Introduction
In vivo visualization of the microvasculature is an important clinical tool. The microvascular
networks are fundamental for tissue homeostasis and are altered by diseases such as diabetes, ischemic
disease, or cancer as well as normal aging [1–7]. The architectural or functional alterations of the
microvasculature can compromise organ function or facilitate tumor growth. Therefore, early and
precise diagnosis and monitoring of the microvascular alterations are crucial to detect these unfavorable
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microcirculation effects. Super-resolution (SR) ultrasound imaging can depict the vasculature, including
the microvasculature, of both superficial and deeper-lying organs and tissues in vivo using sparsely
distributed microbubbles (MBs) as intravascular tracers. The SR image is obtained over minutes and is
an accumulation of thousands of successive image frames in which each MB centroid is detected [8,9].
Furthermore, MB track maps can display estimations of MB velocity and direction based on tracking the
MBs between frames. The healthy microvasculature of rodent organs and tissues has been visualized
with SR imaging [8–13]. SR imaging can also visualize and quantify the pathological microvascular
patterns in rodent and chicken embryo tumors [14–16] and the later stages of acute kidney injury
in mice [17]. With a rich and anatomically distinctive vasculature [18], the kidneys are attractive
organs for SR imaging. In rodents, ischemia-reperfusion can be used as a model of acute kidney injury,
and contrast-enhanced ultrasound studies have shown that the insult causes prolonged reduction of the
renal blood flow [19–21], probably due to impaired vascular reactivity and microvascular damage [22].
This study aimed to visualize the renal vasculature in male Sprague-Dawley rats using a modified
commercial ultrasound scanner and probe. In addition, to gain initial clinical experience with this
SR imaging setup, we investigated whether renal ischemia-reperfusion injuries could be identified
using SR images acquired before, immediately after, and one hour after the insult. The SR results were
compared with corresponding conventional power Doppler ultrasound scans. We hypothesized that
the SR technique would allow us to visualize acute renal microvascular damage in vivo. We found
that the SR technique revealed consistent and highly detailed depictions of the renal vascular tree,
including the ascending vasa recta with a 15–20 µm diameter. The vasa recta were not visible with
conventional power Doppler. The SR images alone did not consistently reveal renal blood flow changes
after ischemia-reperfusion. Future studies will aim to quantify alterations in the renal microvascular
blood flow using MB track maps.
2. Materials and Methods
2.1. Animal Ethics and Preparation
The experiments were performed in accordance with protocols approved by the Danish
Animal Experiments Inspectorate under the Ministry of Environment and Food (license number
2015-15-0201-004637, issued on 17 April 2015). The study was performed at the University of
Copenhagen, and all procedures agreed with the ethical standards of the university which comply
with the EU Directive 2010/63/EU for animal experiments. The animal facility at the Department
of Experimental Medicine, University of Copenhagen housed the rats, and animal caretakers were
responsible for their wellbeing until use. The rats were held in a 12/12-h light/dark cycle and had
free access to water and standard chow. The study was conducted on a total of 15 healthy male
Sprague-Dawley rats (mean weight: 322 g, standard deviation (SD) ± 49 g) obtained from Taconic A/S
(Lille Skensved, Denmark). Ten rats underwent ischemia-reperfusion with three consecutive SR scans.
Another three rats underwent the same SR protocol as the 10 rats but without ischemia-reperfusion
as sham controls for histological evaluation to compensate for the three periods with MB infusion.
One rat had an SR scan followed by an ex vivo magnetic resonance imaging (MRI) scan. The last rat
was included from a pre-trial to show a different imaging plane. Anesthesia was induced with 5%
isoflurane in 65% nitrogen and 35% oxygen; 1–2% isoflurane maintained the anesthesia. Ventilation
was ensured by tracheotomy with connection to a mechanical ventilator (Ugo Basile, Gemonio, Italy)
with 72 respirations/min. Two polyethylene catheters (PE-10) were inserted in the right jugular vein
and used for the infusion of MBs (SonoVue, Bracco Imaging, Milan, Italy) and isotonic saline mixed
with Nimbex (cisatracurium, 0.85 mg/mL, GlaxoSmithKline, London, UK, 20 µL/min). The mean
arterial pressure (MAP) was measured using a polyethylene catheter (PE-50) in the left carotid artery
and a Statham P23-dB pressure transducer (Gould, Oxnard, CA, USA). The rats were placed in the
supine position on a heating table to ensure a steady body temperature (37 ◦ C), and the left kidney was
exposed through laparotomy. To further expose the kidney and reduce respiratory motion, a metal
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retractor pulled the left side of the diaphragm slightly in the cranial direction. Rat data are available in
the Supplementary Materials, Table S1.
2.2. Ultrasound Scanning, Ischemia-Reperfusion Procedure, and Histopathology
An overview of the ischemia-reperfusion experiments is illustrated in Figure 1.

Figure 1. Experiment overview of the ischemia-reperfusion intervention. AM = amplitude modulation,
f0 = center frequency of the probe, fr = frame rate, MI = mechanical index, SR = super-resolution,
MB = microbubble.

Imaging data were obtained using a bk5000 scanner and a fixated X18L5s transducer (BK Medical
ApS, Herlev, Denmark). The scanner was modified with a research interface for the live streaming of
beamformed radio-frequency data to a disk. The transducer was placed on the lateral surface of the
left kidney with gel for coupling. B-mode imaging was used to optimize the imaging plane, making
sure both cortical and medullary regions were represented. The MBs were diluted in isotonic saline
(1:10) and injected at a rate of 100 µL/min. The MB dilution was made anew before each scan to
ensure MB integrity. Data recording was initiated when MBs became visible on the contrast-enhancing
sequence display, and the SR data were acquired over 10 min [23]. To ensure a continuous influx of
MBs, a custom-built device turned the syringe 180 degrees every 60 s [24]. After a baseline SR scan,
five rats had their renal artery clamped, and five rats had their renal vein clamped using a nontraumatic
micro-clamp. Both renal vein and artery clamping were included to investigate different severities of
tissue damage [25,26]. After 45 min, the clamp was removed and a second SR scan was performed
at the onset of reperfusion. The last SR scan was performed in a steadier state, 60 min after clamp
release. In between the scans, the kidney was superfused with heated saline (37 ◦ C). Before the second
and third SR scan, the imaging plane was readjusted with reference to the baseline B-mode image.
For comparison, power Doppler ultrasound (PRF: 400 Hz, wall filter cutoff: 80 Hz, center frequency
for transmission: 9.5 MHz) was acquired in direct continuation of the baseline and third SR scan, using
the same scanner and transducer. All the rats were euthanized in anesthesia immediately after the
experiments. The left kidney from the 10 rats that underwent ischemia-reperfusion and both kidneys
from the three sham rats were removed and fixated in 4% paraformaldehyde (PFA) for documentation
of the tissue damage. The kidneys were embedded in paraffin, cut into 4 µm slices, and stained using a
standard hematoxylin and eosin (H&E) protocol. The images were analyzed by a trained anatomist
blinded to the intervention category.
2.3. SR Imaging Technique and Data Processing
Contrast images were created using an amplitude modulation sequence (half-power, full-power,
half-power) interleaved with B-mode images. Data were acquired using line-per-line focused beam
transmission (frame rate: 54 Hz, center frequency for transmission: 6 MHz, mechanical index: 0.2).
Off-line processing was conducted using an SR imaging pipeline programmed in MATLAB at the
Technical University of Denmark. Nonrigid motion of the kidney was estimated by tissue speckle
tracking [27]. The motion was compensated by using the motion estimates to adjust the individual
MBs back to their location on the reference image. MBs were localized using thresholding and centroid
detection, and tracks were made by connecting the nearest MBs in consecutive frames. Afterward,
the tracks were inserted in the high-resolution images to yield SR images and the MB velocities
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estimated from the tracks were used to create the MB track maps. A color wheel indicated the MB
direction by color and color brightness was proportional to velocity. To highlight specific parts of the
vasculature, MB trajectories were classified and shown based on their length, flow direction, velocity,
and lifetime index (the number of consecutive frames an MB was tracked). An increase in track length
and MB lifetime removed false tracks, leaving the most robust tracks in the images.
2.4. Evaluation of SR Images and Blood Pressure Data
The SR and power Doppler images from the 10 rats that underwent ischemia-reperfusion were
independently and blindly evaluated by six of the co-authors. The assessors had different backgrounds
qualifying them for SR image assessment: C.M.S. is associate professor in human biology with expertise
in renal physiology, M.B.N. is professor in radiology with expertise in vascular ultrasound, L.L. is
professor in radiology with expertise in vascular interventional radiology, K.L.H. is a radiologist
with expertise in vascular ultrasound, C.A.H.V. is an ultrasound engineer with expertise in vascular
ultrasound, and S.B.S. is an M.D. working with SR imaging in a PhD. All assessors had basic
knowledge about the SR technique (experience ranging from 6 months to 5 years of working with SR
imaging), as well as knowledge about rat kidney vascular anatomy and received written instructions
prior to completing the evaluation. The written instructions for each assignment are shown in the
Supplementary Materials, Tables S2, S4–S6. The three SR images from each rat were categorized as
either baseline (the 10 images the assessors believed look normal based on their basic knowledge about
SR imaging and renal vascular anatomy), onset of reperfusion (the 10 images that fit an assumption
of low renal blood flow at the onset of reperfusion after a longer period of ischemia) or 60 min of
reperfusion (the 10 images that match the assumption that the renal blood flow is restored to some
degree). The power Doppler images from each rat were categorized as baseline or 60 min of reperfusion.
After this, all scans were categorized as artery or vein clamp intervention, knowing that vein clamping
induces most tissue damage [25,26]. The results were calculated as percentages of correct answers
from all assessors. Interobserver agreement was tested with a fixed-marginal multi-rater kappa
(using the Online Kappa Calculator, available online: http://justusrandolph.net/kappa/ (accessed on
27 May 2020)). Differences in blood pressure during the scans were tested with a mixed-effects model
(REML) with repeated measures with a Greenhouse-Geisser correction using GraphPad Prism 8.0
(version 8.4.3 for mac, GraphPad Software, San Diego, CA, USA).
2.5. Ex Vivo MRI of the Microvasculature
To compare the SR images of the healthy renal microvasculature with another imaging modality,
ex vivo MRI was made of a single specimen. The rat was anesthetized and tracheotomized as described
above. A polyethylene catheter (PE-25) was placed at the left renal artery through the femoral artery,
and the aorta cranially to the left renal artery as well as the right renal artery were closed with sutures.
Additional sutures were placed at the left renal artery, left renal vein, and left ureter. The rat was
euthanized, and the kidney was perfused with 3 mL of 4% PFA followed by 2 mL containing 1 mL
1:10 diluted GadoSpin P (Viscover, Miltenyi Biotec, Bergisch Gladbach, Germany) and 1 mL 4% PFA.
When the injection was completed, the remaining sutures were closed, and the specimen was immersed
in 4% PFA. The kidney was scanned for 17 h in a 9.4T preclinical MR scanner (BioSpec 94/30 USR,
Bruker BioSpin, Ettlingen, Germany) with a T1 contrast-enhanced 3D spoiled gradient echo sequence
(3D Fast Low Angle Shot: 3D-FLASH sequence) [28]. Images were acquired using a 1H cryogenically
cooled quadrature-resonator Tx/Rx coil (CryoProbe, Bruker BioSpin). MR image voxel size was 30 µm
isometric. To get a comparable representation of the vasculature, the corresponding 2.5 mm maximum
intensity projection MR image slice was reconstructed and compared with the SR images (slice thickness
~0.6–1.2 mm).
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3. Results
3.1. The Healthy Renal Microvasculature
In the healthy rat kidneys, a mean of 74 ± 27 MBs/frame was detected during the scans
(32,300 frames). The SR images displayed the characteristic anatomical structure of the renal vasculature
in the unipapillar rat kidney with the dense cortical vasculature clearly distinguishable from the vasa
recta of the medulla (Figure 2A–C). The variations in the images could be caused by a combination of
the normal variation in renal artery branching and renal morphology [29] as well as small differences
in the imaging plane. The renal vascular structure found with ultrasound SR imaging was comparable
to that found with ex vivo MRI (Figure 2D).

Figure 2. (A–C) Super-resolution images (log-scaled, i.e., color bar shows the value of intensity
after logarithmic compression, ranging from 0~30 dB, and intensity corresponds to the number of
microbubbles) of the healthy rat renal microvasculature. (A) There is a clear distinction between the
dense cortical (CO) microvascular network and the vasa recta of the outer medulla (OM) and inner
medulla (IM), leading down to the papilla (PA). Even though the scans were performed under the same
conditions, the images show how the number of microbubbles varied between the rats, indicated by
the higher intensity on image (B) (average of 117 detected microbubbles/frame) compared with image
(C) (average of 70 detected microbubbles/frame). (D) Ex vivo magnetic resonance T1 contrast-enhanced
image of another rat kidney for comparison. The kidneys measure approximately 2 cm in craniocaudal
length and 1 cm in the medial-lateral direction. Scale bar: 2 mm.

The number of tracks in the MB track maps (Figure 3) ranged from 95,008 to 343,989. These maps
allowed further delimitation and characterization of the renal vessels. Using the color wheel,
the opposing flow directions in adjacent tracks helped discern arteries from veins (Figure 3A, included
tracks with velocities from 0–10 mm/s). Without further image filtering, the MB track maps were
difficult to read (Figure 3B, included tracks with velocities from 0–10 mm/s). In Figure 3C, the image
from Figure 3B was filtered to include tracks that were longer than 300 µm, with an MB lifetime over
20 frames and a max velocity of 3 mm/s. This filtering highlighted the long straight vasa recta by
removing some of the false or short tracks and enabled separation of the descending and ascending
vasa recta. Figure 3D was filtered according to the direction and included only flow going from left to
right, thereby highlighting the descending vasa recta in the left side and the ascending vasa recta in the
right side of the medulla (other filtration parameters: tracks length > 250 µm, MB lifetime > 30 frames,
max velocity 3 mm/s).
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Figure 3. Super-resolution microbubble track maps. (A) Unfiltered microbubble track map. The color of
the wheel indicates microbubble flow direction, and the color brightness indicates MB flow velocity. The
image shows the opposite flow of the paired arteries and veins of the renal vascular tree. (B) Without
filtering, this velocity map (from another rat) contains a high number of tracks (343,939). (C) The
microbubble track map from (B) filtered to increase the robustness of the included tracks and highlight
the long straight vasa recta, thereby allowing a distinction between the descending (green/blue) and
ascending (red) vasa recta (insert). (D) Another way to filter these maps is by direction. This image is
filtered to show microbubbles with a direction going from left to right, leaving the descending vasa
recta visible on the left side of the medulla, and the ascending visible on the right side. Scale bar: 2 mm.

3.2. The Renal Microvasculature after Ischemia with Reperfusion
At the onset of reperfusion after release of the vein clamp, the SR images depicted the entire
renal vasculature poorly perfused with MBs compared with baseline. It was particularly noticeable
for the vasa recta, as exemplified in Figure 4A (middle section). The results were subtler at the onset
of reperfusion after renal artery clamping where some of the kidneys did not alter from the baseline
(Figure 4B, middle section). After 60 min of reperfusion, MBs refilled the microvascular bed in varying
degree among the 10 rats. The vasculature appeared more irregular in some samples, while others
showed a complete recovery of the microvascular flow after the intervention. All SR images of the
10 rats are available in the Supplementary Materials in Figures S1 and S2.

Diagnostics 2020, 10, 862

7 of 15

Figure 4. (A) Super-resolution images (log-scaled, i.e., color bar shows the value of intensity
after logarithmic compression, ranging from 0~30 dB, and intensity corresponds to the number
of microbubbles) of three rat kidneys before and after clamping of the renal vein. (B) Super-resolution
images of three rat kidneys before and after clamping of the renal artery. Scale bar: 10 mm.

Six blinded assessors correctly identified the five scans as the onset of reperfusion after vein
clamping, while the percentage of correctly identified scans at the onset of reperfusion after artery
clamping was only 60%. The assessors were not able to distinguish the baseline scans from the scans
after 60 min of reperfusion. For the vein clamping, 63% were correctly identified as baseline or 60 min
of reperfusion. For the artery clamping, 40% were correctly identified as baseline and 30% as 60 min
of reperfusion. The fixed-marginal kappa was 0.60, showing only moderate agreement among the
assessors. When evaluating all the SR scans in the correct order, the assessors correctly identified 67%
as either vein or artery clamping. The power Doppler scans visualized only the cortical blood flow.
After 60 min of reperfusion, all the power Doppler images showed a decrease in the cortical blood flow
compared with baseline (exemplified in Figure 5). The assessors correctly identified all of the 20 power
Doppler scans as either baseline or 60 min of reperfusion, and correctly identified 80% as either vein or
artery clamping. All power Doppler images as well as the image assessment results are available in
the Supplementary Materials in Figures S3 and S4 and Tables S2–S6, respectively.
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Figure 5. (A) Super-resolution (log-scaled) and power Doppler images of two rat kidneys before and
after clamping of the renal vein. (B) Super-resolution (log-scaled) and power Doppler images of two
rat kidneys before and after clamping of the renal artery. In these examples, all the super-resolution
images showed a complete refilling of the microvascular bed after 60 min of reperfusion. The power
Doppler scans from all animals showed a decreased signal in the cortex after 60 min of reperfusion
compared with baseline. Scale bar: 10 mm.

There was no statistically significant difference in the MAP measured during the three scans
(p = 0.21). During the baseline scans, the mean of the MAP for the 10 rats was 109 ± 19 mmHg, and at
the onset of reperfusion it was 112 ± 22 mmHg. At 60 min of reperfusion, one rat had missing data,
and the MAP was 106 ± 23 mmHg.
3.3. Histopathological Evaluation
Examples of H&E stains from three rats are shown in Figure 6. The five vein clamp specimens
were all correctly identified. They revealed a high number of erythrocytes accumulated in the renal
interstitial space. Some of the specimens, both after artery and vein clamping, showed intratubular
cast formation as a sign of ischemic damage. However, the assessor could not correctly identify all
the arterial clamp (60% correctly identified) and sham kidney specimens (67% correctly identified).
The results from histopathological evaluation are available in the Supplementary Materials, Table S7.
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Figure 6. Hematoxylin and eosin staining of the renal cortex from three rats. (A) Control. (B) After renal
artery clamping. (C) After renal vein clamping. The black arrows show intratubular cast formation in
the tubules. The yellow arrow shows erythrocytes accumulated in the renal interstitial space around a
glomerulus. Scale bar: 100 µm.

4. Discussion
We investigated the ability to create SR images of the renal vasculature of healthy Sprague-Dawley
rats using a modified clinical ultrasound scanner and probe together with a customized processing
pipeline for tissue motion compensation and MB tracking. The SR images revealed a consistent and
detailed depiction of the renal vascular tree, including the microvasculature, similar to descriptions
from anatomical studies [18,29], to ex vivo nano-CT images of mouse kidneys [30], and to the vascular
structure of a rat kidney found with ex vivo MRI. MBs were tracked in the ascending vasa recta with
a diameter of approximately 15–20 µm [31,32]. The descending vasa recta are clustered in vascular
bundles and were therefore also visible. Since the sulfur hexafluoride gas in SonoVue is exhaled and
MBs act similarly to erythrocytes, the SR images visualize only the renal vasculature and not the
tubular system [33,34]. To our knowledge, the presented images reveal the highest level of detail of the
renal vascular tree of rats obtained with modified clinical ultrasound platforms. Some studies using
ultrasound SR imaging on rodent kidneys have not visualized the vasa recta, which could be due to
short scan times or out-of-plane motion [17,35]. SR imaging for visualization of the slowly flowing
blood in the vasa recta requires data acquisition to be lengthy to fill as many of the small vessels
with MBs as possible for an adequate microvascular representation [23]. As mentioned, the variation
in the images of the healthy kidneys may be due to known variations in the renal artery branching
and renal morphology [29]. Regarding the microvasculature, it is still not completely clarified how
many times the renal cortical radiate arteries branch, and how many afferent arterioles branch from
each subsegment of the cortical radiate arteries. Differences in the imaging plane and the detected
number of MBs also cause image variations. Hence, these normal variations need to be considered in
future studies where different groups of animals and eventually humans with a more complicated
multipapillary renal anatomy are investigated and compared.
To gain initial experience with the technique in a clinical setting, the early vascular changes
induced by renal ischemia-reperfusion were investigated with SR imaging and compared with power
Doppler imaging. Ischemia-reperfusion is known to cause prolonged reductions in renal blood
flow [19–22,36–38]. We scanned the kidneys intraabdominally to simplify the SR data by reducing
motion from respiration and neighboring bowels that push the kidney out of the imaging plane.
This setup confined the study to the very early stages of reperfusion. At the onset of reperfusion after
obstructing the renal vein, the SR images showed a more notable reduction in the vascular refilling
compared with the renal artery, as demonstrated by the image assessment and as expected, since vein
occlusion causes more tissue damage [25,26]. After 60 min of reperfusion, the SR images revealed a
varying degree of microvascular MB refilling, while the power Doppler scans showed reduced cortical
blood flow in all rats. Power Doppler imaging is used in the clinic for visualization of blood flow
but is limited in its ability to detect slow flow. Theoretically, the lowest detectable velocity for the
power Doppler in this study was approximately 6.5 mm/s. Therefore, the vasa recta with a blood
flow velocity around 1 mm/s were not visualized [10,32]. On the other hand, the velocity cut off for
power Doppler enabled the visualization of the decrease in cortical blood flow. The SR images are
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accumulations of tracks from the 10 min recording, each track with a specific velocity. Therefore,
a decrease in the blood velocity was not visually observable, as indicated by the image assessment.
A study that used conventional contrast-enhanced ultrasound to investigate the early response to renal
ischemia-reperfusion in mice also found variation in the response to the intervention [20]. Whether this
initial degree of MB refilling of the vascular bed influences the outcome after the insult is important
to explore [39,40]. Even though the results from this initial pilot study are not ideal yet, they serve
as a platform for future experiments. Future work will aim at attaining transcutaneous kidney scans
for longitudinal studies with this SR technique. This will allow us to investigate whether SR imaging
is able to detect alterations in the microvascular architecture at the early stages of their occurrence.
If early or subtle microvascular alterations have a prognostic value and could allow timely initiation or
change of treatment, e.g., in persons who are developing diabetic nephropathy but do not yet show
other clinical signs of disease [41], or in persons undergoing cancer treatment where early readouts of
drug or radiation efficacy are crucial [42], ultrasound SR imaging could fill an unmet need and evolve
into a strong tool in the clinical setting.
Other ultrasound techniques and imaging modalities are competing with the SR imaging setup
presented in this paper. Ultrasound plane-wave techniques are commonly used to obtain SR images
at a higher framerate [8,10–17]. To facilitate a faster implementation of SR imaging in the clinic,
we used focused beam transmission which is an established technology in commercial ultrasound
platforms. MRI and CT are also clinically relevant modalities for microvascular imaging of deeper-lying
structures. We included an ex vivo MR image in this study. Since there are major differences between
the in vivo SR imaging and ex vivo MRI, the MR image was included only as a simple reference for
the SR images. This could also have been attained with ex vivo µCT [3,30,43,44]. The downsides
of ex vivo imaging are the hour-long scan times, functional investigations are not possible, and the
tissue fixation process can shrink the microvascular structures [45,46]. In addition, the number of
contrast-filled vessels of the MRI specimen was lower than expected. This inadequate contrast-filling
of the vessels is another challenge in ex vivo imaging [44]. In vivo MRI and µCT can provide maps
of tissue oxygenation or perfusion and a relatively high-resolution when applied in small animal
research [3,47–49], but also require long scan times and for µCT a high X-ray exposure. Human clinical
scanners have even lower resolution. An advantage of ultrasound SR imaging is the possibility of
direct human translation. The current setup with the hockey-stick transducer can be used on humans
to achieve images of the same quality as presented here, given the out-of-plane motion is not excessive.
The images will be restricted to a relatively small area given the probe’s aperture. A target could be
superficial lymph nodes. Furthermore, the current scanner settings with a mechanical index of 0.2
and a center frequency of 6 MHz together with dilution of the MBs point to a low risk of adverse
bio-effects [50]. If imaging larger organs that span deeper, another probe would be needed, and issues
related to, e.g., appropriately high frame rate for MB tracking and differences in MB excitation in
shallow vs deeper parts of the organ due to tissue attenuation would have to be addressed. Moreover,
acoustic shadowing, associated with massively calcified vessels or kidney stones, is a common problem
in ultrasound imaging. Since the performance of SR imaging relies on the echo signals from the MBs,
extensive arteriosclerosis may affect MB detection and tracking in the vessels. Accordingly, the efficacy
of SR imaging should be addressed when the technique is applied in animals or persons with chronic
vascular disease. Nonetheless, compared with MRI and CT, the minutes spent attaining ultrasound
images of deeper-lying microvascular structures should be acceptable when applied to the appropriate
clinical settings.
This study was limited by the small number of animals. Another limiting factor is the lack
of quantitative estimations of microvascular blood flow alterations during reperfusion. In chronic
kidney disease the architecture of the vessels changes, resulting in reduced vessel density, decreased
branching, or increased tortuosity [2,3,17]. The image assessment of the SR images in this study
illustrated how the microvascular flow changes in an acute setup were not detectable by visual
image evaluation. Moreover, visual image assessments are often affected by assessor subjectivity,
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further strengthening the need for quantitative image analysis strategies. However, to the best of
our knowledge, a well-established way of flow quantification at this scale is still a big challenge.
The MB number and behavior vary due to differences in anesthesia concentration, blood pressure,
body weight, inflammation, and small variances in the handling of the MBs before injection [51],
which was confirmed by the range in MB count in the baseline scans. Therefore, the number of MBs as
a measure for perfusion is ambiguous, as also indicated by the image assessment. Estimations of MB
velocity could reveal microvascular flow alterations. The renal vasculature is densely packed, and the
MB track maps are composed of many thousand tracks, each with a unique direction, MB velocity,
track length, and lifetime depending on anatomical region and vessel type. In addition, some vascular
structures, such as the winding glomerular capillaries, are not possible to visualize with the current
SR imaging techniques. Even though filtering allows isolation of specific vessel tracks, estimation of
changes in velocities ranging from 1–2 mm/s are affected by even small uncertainties in the location
of the MBs. Additionally, the MB tracking in this study was challenged by the relatively low frame
rate of 54 Hz. Hence, the complexity of the track information makes quantification of microvascular
flow changes an ongoing challenge. We anticipate that microvascular flow changes in the straighter
arterioles e.g., the afferent arterioles or the vasa recta will be obtainable with SR imaging in the
future. This will give important indirect insight into glomerular blood flow. Another limitation is
the differences in the image planes due to probe re-adjustment prior to each scan. When comparing
the three scans, anatomical or pathological information outside the imaging plane can be missed or
misinterpreted. Studies with 3D reconstructions of 2D ultrasound techniques including SR imaging
have been performed in animals including in rodent kidneys, rabbit lymph nodes and different rodent
tumors [12,13,15,52,53]. The 3D reconstructions give a more complete morphological examination,
but do not allow MB tracking in the elevational plane or motion compensation in all three directions.
This could become feasible with other types of probes, e.g., row-column and matrix ultrasound probes
that are currently being developed for in vivo SR imaging [54–56].
In conclusion, our study demonstrated that highly detailed ultrasound SR images of the healthy
renal vasculature of rat kidneys are obtainable with modified clinical ultrasound equipment. The high
level of anatomical detail of both the cortical and medullary vasculature suggests that the method can
be applied in the investigation of a broad range of renal diseases. Future studies will aim at achieving
quantitative estimations of the renal microvascular blood flow from the MB track maps as well as
investigating diseases that disrupt the microvascular architecture to demonstrate the clinical usefulness
of the technique.
5. Patents
Patent on the tissue motion correction algorithm by J.A.J. and I.T. used in this study has been
purchased by BK Medical ApS, Herlev, Denmark.
Supplementary Materials: The following are available online at http://www.mdpi.com/2075-4418/10/11/862/s1,
Figure S1: Super-resolution images before and after renal artery clamping, Figure S2: Super-resolution images
before and after renal vein clamping, Figure S3: Power Doppler images before and after renal artery clamping,
Figure S4: Power Doppler images before and after renal vein clamping, Table S1: Experimental data, Table S2:
Image assessment, assignment 1A, Table S3: Assignment 1A, interobserver agreement, Table S4: Image assessment,
assignment 1B; Table S5: Image assessment, assignment 2A, Table S6: Image assessment, assignment 2B, Table S7:
Assessment of hematoxylin and eosin staining.
Author Contributions: Conceptualization, S.B.A., C.M.S., C.A.V.H., L.L., F.G., K.L.H., J.A.J., M.B.N.; methodology,
S.B.A., C.M.S., K.L.H., M.B.N.; software, I.T., J.A.J.; validation, I.T., J.A.J.; formal analysis, I.T., S.B.A.; investigation,
S.B.A., S.B.S., C.M.S., C.A.V.H., L.L., K.L.H., M.B.N.; resources, C.M.S., F.G., J.A.J., M.B.N.; data curation, I.T.,
C.A.V.H., J.A.J.; writing—original draft preparation, S.B.A.; writing—review and editing, S.B.S., I.T., C.M.S.,
C.A.V.H., F.G., K.L.H., L.L., J.A.J., M.B.N.; visualization, S.B.A., I.T.; supervision, K.L.H., C.M.S., J.A.J., M.B.N.;
project administration, S.B.A., F.G., C.M.S., J.A.J., M.B.N.; funding acquisition, F.G., C.M.S., J.A.J., M.B.N.
All authors have read and agreed to the published version of the manuscript.
Funding: This research was funded by Innovation Fund Denmark, grant number 7050-00004B.

Diagnostics 2020, 10, 862

12 of 15

Acknowledgments: The authors wish to thank Henrik Koch Johansen (former employee at BK Medical ApS,
Herlev, Denmark) for constructing the syringe-turning device. We appreciate the technical skills of animal
technician Karin Larsen (Department of Biomedical Sciences, University of Copenhagen, Copenhagen, Denmark)
who performed the animal surgeries. Thanks to Steen Seier Poulsen (Department of Biomedical Sciences, University
of Copenhagen, Copenhagen, Denmark) for assessing the H&E stains. Lastly, thanks to the Panum Preclinical
MRI Core Facility, University of Copenhagen, Copenhagen, Denmark for helping create the ex vivo MR image.
Conflicts of Interest: C.A.V.H. and F.G. are employed at BK Medical ApS, Herlev, Denmark. The funders had no
role in the design of the study; in the collection, analyses, or interpretation of data; in the writing of the manuscript,
or in the decision to publish the results.

References
1.
2.

3.

4.

5.

6.

7.

8.
9.

10.
11.
12.

13.

14.

15.

Maric-Bilkan, C.; Flynn, E.R.; Chade, A.R. Microvascular disease precedes the decline in renal function in the
streptozotocin-induced diabetic rat. Am. J. Physiol. Physiol. 2012, 302, F308–F315. [CrossRef] [PubMed]
Basile, D.P.; Donohoe, D.; Roethe, K.; Osborn, J.L. Renal ischemic injury results in permanent damage to
peritubular capillaries and influences long-term function. Am. J. Physiol. Ren. Physiol. 2001, 281, F887–F899.
[CrossRef]
Ehling, J.; Bábícková, J.; Gremse, F.; Klinkhammer, B.M.; Baetke, S.; Knuechel, R.; Kiessling, F.; Floege, J.;
Lammers, T.; Boor, P. Quantitative Micro-Computed Tomography Imaging of Vascular Dysfunction in
Progressive Kidney Diseases. J. Am. Soc. Nephrol. 2016, 27, 520–532. [CrossRef] [PubMed]
Beckman, J.A.; Duncan, M.S.; Damrauer, S.M.; Wells, Q.S.; Barnett, J.V.; Wasserman, D.H.; Bedimo, R.J.;
Butt, A.A.; Marconi, V.C.; Sico, J.J.; et al. Microvascular Disease, Peripheral Artery Disease, and Amputation.
Circulation 2019, 140, 449–458. [CrossRef] [PubMed]
Ehling, J.; Theek, B.; Gremse, F.; Baetke, S.; Möckel, D.; Maynard, J.; Ricketts, S.A.; Grüll, H.; Neeman, M.;
Knuechel, R.; et al. Micro-CT imaging of tumor angiogenesis: Quantitative measures describing
micromorphology and vascularization. Am. J. Pathol. 2014, 184, 431–441. [CrossRef] [PubMed]
Demidov, V.; Maeda, A.; Sugita, M.; Madge, V.; Sadanand, S.; Flueraru, C.; Vitkin, I.A. Preclinical longitudinal
imaging of tumor microvascular radiobiological response with functional optical coherence tomography.
Sci. Rep. 2018, 8, 38. [CrossRef] [PubMed]
Jonasson, H.; Bergstrand, S.; Fredriksson, I.; Larsson, M.; Östgren, C.J.; Strömberg, T. Normative data and the
influence of age and sex on microcirculatory function in a middle-aged cohort: Results from the SCAPIS
study. Am. J. Physiol. Heart Circ. Physiol. 2020, 318, H908–H915. [CrossRef]
Errico, C.; Pierre, J.; Pezet, S.; Desailly, Y.; Lenkei, Z.; Couture, O.; Tanter, M. Ultrafast ultrasound localization
microscopy for deep super-resolution vascular imaging. Nature 2015, 527, 499–502. [CrossRef]
Christensen-Jeffries, K.; Browning, R.J.; Tang, M.X.; Dunsby, C.; Eckersley, R.J. In Vivo Acoustic
Super-Resolution and Super-Resolved Velocity Mapping Using Microbubbles. IEEE Trans. Med. Imaging
2015, 34, 433–440. [CrossRef]
Foiret, J.; Zhang, H.; Ilovitsh, T.; Mahakian, L.; Tam, S.; Ferrara, K.W. Ultrasound localization microscopy to
image and assess microvasculature in a rat kidney. Sci. Rep. 2017, 7, 13662. [CrossRef]
Yu, J.; Lavery, L.; Kim, K. Super-resolution ultrasound imaging method for microvasculature in vivo with a
high temporal accuracy. Sci. Rep. 2018, 8, 13918. [CrossRef] [PubMed]
Zhu, J.; Rowland, E.M.; Harput, S.; Riemer, K.; Leow, C.H.; Clark, B.; Cox, K.; Lim, A.; Christensen-Jeffries, K.;
Zhang, G.; et al. 3D Super-Resolution US Imaging of Rabbit Lymph Node Vasculature in Vivo by Using
Microbubbles. Radiology 2019, 291, 642–650. [CrossRef]
Kierski, T.M.; Espindola, D.; Newsome, I.G.; Cherin, E.; Yin, J.; Foster, F.S.; Demore, C.E.M.; Pinton, G.F.;
Dayton, P.A. Superharmonic Ultrasound for Motion-Independent Localization Microscopy: Applications to
Microvascular Imaging from Low to High Flow Rates. IEEE Trans. Ultrason. Ferroelectr. Freq. Control 2020,
67, 957–967. [CrossRef] [PubMed]
Opacic, T.; Dencks, S.; Theek, B.; Piepenbrock, M.; Ackermann, D.; Rix, A.; Lammers, T.; Stickeler, E.;
Delorme, S.; Schmitz, G.; et al. Motion model ultrasound localization microscopy for preclinical and clinical
multiparametric tumor characterization. Nat. Commun. 2018, 9, 1527. [CrossRef] [PubMed]
Lin, F.; Shelton, S.E.; Espíndola, D.; Rojas, J.D.; Pinton, G.; Dayton, P.A. 3-D Ultrasound Localization
Microscopy for Identifying Microvascular Morphology Features of Tumor Angiogenesis at a Resolution
Beyond the Diffraction Limit of Conventional Ultrasound. Theranostics 2017, 7, 196–204. [CrossRef]

Diagnostics 2020, 10, 862

16.
17.

18.
19.

20.

21.
22.

23.

24.

25.

26.

27.

28.

29.
30.
31.
32.
33.

34.

35.

13 of 15

Lowerison, M.R.; Huang, C.; Lucien, F.; Chen, S.; Song, P. Ultrasound localization microscopy of renal tumor
xenografts in chicken embryo is correlated to hypoxia. Sci. Rep. 2020, 10, 2478. [CrossRef]
Chen, Q.; Yu, J.; Rush, B.M.; Stocker, S.D.; Tan, R.J.; Kim, K. Ultrasound super-resolution imaging provides a
noninvasive assessment of renal microvasculature changes during mouse acute kidney injury. Kidney Int.
2020, 98, 355–365. [CrossRef]
Moffat, D.B.; Fourman, J. A vascular pattern of the rat kidney. 1963. J. Am. Soc. Nephrol. 2001, 12, 624–632.
Cao, W.; Cui, S.; Yang, L.; Wu, C.; Liu, J.; Yang, F.; Liu, Y.; Bin, J.; Hou, F.F. Contrast-Enhanced Ultrasound
for Assessing Renal Perfusion Impairment and Predicting Acute Kidney Injury to Chronic Kidney Disease
Progression. Antioxid. Redox Signal. 2017, 27, 1397–1411. [CrossRef]
Fischer, K.; Meral, F.C.; Zhang, Y.; Vangel, M.G.; Jolesz, F.A.; Ichimura, T.; Bonventre, J.V. High-resolution
renal perfusion mapping using contrast-enhanced ultrasonography in ischemia-reperfusion injury monitors
changes in renal microperfusion. Kidney Int. 2016, 89, 1388–1398. [CrossRef]
Mahoney, M.; Sorace, A.; Warram, J.; Samuel, S.; Hoyt, K. Volumetric contrast-enhanced ultrasound imaging
of renal perfusion. J. Ultrasound Med. 2014, 33, 1427–1437. [CrossRef]
Yamamoto, T.; Tada, T.; Brodsky, S.V.; Tanaka, H.; Noiri, E.; Kajiya, F.; Goligorsky, M.S. Intravital
videomicroscopy of peritubular capillaries in renal ischemia. Am. J. Physiol. Physiol. 2002, 282, F1150–F1155.
[CrossRef] [PubMed]
Hingot, V.; Errico, C.; Heiles, B.; Rahal, L.; Tanter, M.; Couture, O. Microvascular flow dictates the compromise
between spatial resolution and acquisition time in Ultrasound Localization Microscopy. Sci. Rep. 2019,
9, 2456. [CrossRef] [PubMed]
Lohmaier, S.; Ghanem, A.; Veltmann, C.; Sommer, T.; Bruce, M.; Tiemann, K. In vitro and in vivo studies on
continuous echo-contrast application strategies using SonoVue in a newly developed rotating pump setup.
Ultrasound Med. Biol. 2004, 30, 1145–1151. [CrossRef]
Owji, S.M.; Nikeghbal, E.; Moosavi, S.M. Comparison of ischaemia-reperfusion-induced acute kidney injury
by clamping renal arteries, veins or pedicles in anaesthetized rats. Exp. Physiol. 2018, 103, 1390–1402.
[CrossRef]
Park, Y.; Hirose, R.; Dang, K.; Xu, F.; Behrends, M.; Tan, V.; Roberts, J.P.; Niemann, C.U. Increased severity
of renal ischemia-reperfusion injury with venous clamping compared to arterial clamping in a rat model.
Surgery 2008, 143, 243–251. [CrossRef]
Jensen, J.A.; Andersen, S.B.; Hoyos, C.A.V.; Hansen, K.L.; Sørensen, C.M.; Nielsen, M.B. Tissue Motion
Estimation and Correction in Super Resolution Imaging. In Proceedings of the 2019 IEEE International
Ultrasonics Symposium (IUS), Glasgow, UK, 6–9 October 2019; pp. 1–4.
Nitta, N.; Takakusagi, Y.; Kokuryo, D.; Shibata, S.; Tomita, A.; Higashi, T.; Aoki, I.; Harada, M. Intratumoral
evaluation of 3D microvasculature and nanoparticle distribution using a gadolinium-dendron modified
nano-liposomal contrast agent with magnetic resonance micro-imaging. Nanomed. Nanotechnol. Biol. Med.
2018, 14, 1315–1324. [CrossRef] [PubMed]
Yoldas, A.; Dayan, M.O. Morphological Characteristics of Renal Artery and Kidney in Rats. Sci. World J.
2014, 2014, 468982. [CrossRef]
Wagner, R.; Van Loo, D.; Hossler, F.; Czymmek, K.; Pauwels, E.; Van Hoorebeke, L. High-Resolution Imaging
of Kidney Vascular Corrosion Casts with Nano-CT. Microsc. Microanal. 2011, 17, 215–219. [CrossRef]
Yamamoto, K.; Wilson, D.R.; Baumal, R. Blood supply and drainage of the outer medulla of the rat kidney:
Scanning electron microscopy of microvascular casts. Anat. Rec. 1984, 210, 273–277. [CrossRef]
Holliger, C.; Lemley, K.V.; Schmitt, S.L.; Thomas, F.C.; Robertson, C.R.; Jamison, R.L. Direct Determination of
Vasa Recta Blood Flow in the Rat Renal Papilla. Circ. Res. 1983, 53, 401–413. [CrossRef] [PubMed]
Morel, D.R.; Schwieger, I.; Hohn, L.; Terrettaz, J.; Llull, J.B.; Cornioley, Y.A.; Schneider, M. Human
Pharmacokinetics and Safety Evaluation of SonoVueTM , a New Contrast Agent for Ultrasound Imaging.
Investig. Radiol. 2000, 35, 80–85. [CrossRef] [PubMed]
Schneider, M.; Broillet, A.; Tardy, I.; Pochon, S.; Bussat, P.; Bettinger, T.; Helbert, A.; Costa, M.; Tranquart, F.
Use of Intravital Microscopy to Study the Microvascular Behavior of Microbubble-Based Ultrasound Contrast
Agents. Microcirculation 2012, 19, 245–259. [CrossRef] [PubMed]
Yang, Y.; He, Q.; Zhang, H.; Qiu, L.; Qian, L.; Lee, F.-F.; Liu, Z.; Luo, J. Assessment of Diabetic Kidney Disease
Using Ultrasound Localization Microscopy: An in Vivo Feasibility Study in Rats. In Proceedings of the 2018
IEEE International Ultrasonics Symposium (IUS), Kobe, Japan, 22–25 October 2018; pp. 1–4.

Diagnostics 2020, 10, 862

36.
37.

38.

39.
40.
41.

42.

43.

44.

45.
46.

47.

48.

49.

50.
51.

52.

53.

14 of 15

Vetterlein, F.; Pethö, A.; Schmidt, G. Distribution of capillary blood flow in rat kidney during postischemic
renal failure. Am. J. Physiol. 1986, 251, H510–H519. [CrossRef]
Conesa, E.L.; Valero, F.; Nadal, J.C.; Fenoy, F.J.; López, B.; Arregui, B.; Salom, M.G. N-acetyl-l-cysteine
improves renal medullary hypoperfusion in acute renal failure. Am. J. Physiol. Regul. Integr. Comp. Physiol.
2001, 281, R730–R737. [CrossRef]
Regner, K.R.; Zuk, A.; Van Why, S.K.; Shames, B.D.; Ryan, R.P.; Falck, J.R.; Manthati, V.L.; McMullen, M.E.;
Ledbetter, S.R.; Roman, R.J. Protective effect of 20-HETE analogues in experimental renal ischemia reperfusion
injury. Kidney Int. 2009, 75, 511–517. [CrossRef]
Chawla, L.S.; Amdur, R.L.; Amodeo, S.; Kimmel, P.L.; Palant, C.E. The severity of acute kidney injury predicts
progression to chronic kidney disease. Kidney Int. 2011, 79, 1361–1369. [CrossRef]
Wang, H.-J.; Varner, A.; AbouShwareb, T.; Atala, A.; Yoo, J.J. Ischemia/Reperfusion-Induced Renal Failure in
Rats as a Model for Evaluating Cell Therapies. Ren. Fail. 2012, 34, 1324–1332. [CrossRef]
Scurt, F.G.; Menne, J.; Brandt, S.; Bernhardt, A.; Mertens, P.R.; Haller, H.; Chatzikyrkou, C.; Ito, S.; Izzo, J.L.;
Januszewicz, A.; et al. Systemic Inflammation Precedes Microalbuminuria in Diabetes. Kidney Int. Rep. 2019,
4, 1373–1386. [CrossRef]
Kasoji, S.K.; Rivera, J.N.; Gessner, R.C.; Chang, S.X.; Dayton, P.A. Early assessment of tumor response to
radiation therapy using high-resolution quantitative microvascular ultrasound imaging. Theranostics 2018, 8,
156–168. [CrossRef]
Hlushchuk, R.; Zubler, C.; Barré, S.; Correa Shokiche, C.; Schaad, L.; Röthlisberger, R.; Wnuk, M.; Daniel, C.;
Khoma, O.; Tschanz, S.A.; et al. Cutting-edge microangio-CT: New dimensions in vascular imaging and
kidney morphometry. Am. J. Physiol. Physiol. 2018, 314, F493–F499. [CrossRef] [PubMed]
Perrien, D.S.; Saleh, M.A.; Takahashi, K.; Madhur, M.S.; Harrison, D.G.; Harris, R.C.; Takahashi, T. Novel
methods for microCT-based analyses of vasculature in the renal cortex reveal a loss of perfusable arterioles
and glomeruli in eNOS-/- mice. BMC Nephrol. 2016, 17, 24. [CrossRef] [PubMed]
Kawai, K.; Morikawa, T. The effect of formalin fixation on the size of pelvic sidewall lymph nodes. Int. J.
Colorectal Dis. 2018, 33, 1493–1495. [CrossRef] [PubMed]
Tran, H.; Jan, N.J.; Hu, D.; Voorhees, A.; Schuman, J.S.; Smith, M.A.; Wollstein, G.; Sigal, I.A. Formalin
Fixation and Cryosectioning Cause only Minimal Changes in Shape or Size of Ocular Tissues. Sci. Rep. 2017,
7, 12065. [CrossRef]
Pöschinger, T.; Renner, A.; Eisa, F.; Dobosz, M.; Strobel, S.; Weber, T.G.; Brauweiler, R.; Kalender, W.A.;
Scheuer, W. Dynamic Contrast-Enhanced Micro–Computed Tomography Correlates With 3-Dimensional
Fluorescence Ultramicroscopy in Antiangiogenic Therapy of Breast Cancer Xenografts. Investig. Radiol. 2014,
49, 445–456. [CrossRef]
Pohlmann, A.; Hentschel, J.; Fechner, M.; Hoff, U.; Bubalo, G.; Arakelyan, K.; Cantow, K.; Seeliger, E.;
Flemming, B.; Waiczies, H.; et al. High Temporal Resolution Parametric MRI Monitoring of the Initial
Ischemia/Reperfusion Phase in Experimental Acute Kidney Injury. PLoS ONE 2013, 8, e57411. [CrossRef]
Starosolski, Z.; Villamizar, C.A.; Rendon, D.; Paldino, M.J.; Milewicz, D.M.; Ghaghada, K.B.;
Annapragada, A.V. Ultra High-Resolution In vivo Computed Tomography Imaging of Mouse
Cerebrovasculature Using a Long Circulating Blood Pool Contrast Agent. Sci. Rep. 2015, 5, 10178.
[CrossRef]
Miller, D.L.; Averkiou, M.A.; Brayman, A.A.; Everbach, E.C.; Holland, C.K.; Wible, J.H.; Wu, J. Bioeffects
Considerations for Diagnostic Ultrasound Contrast Agents. J. Ultrasound Med. 2008, 27, 611–632. [CrossRef]
Tang, M.X.; Mulvana, H.; Gauthier, T.; Lim, A.K.P.; Cosgrove, D.O.; Eckersley, R.J.; Stride, E. Quantitative
contrast-enhanced ultrasound imaging: A review of sources of variability. Interface Focus 2011, 1, 520–539.
[CrossRef]
Demené, C.; Payen, T.; Dizeux, A.; Barrois, G.; Gennisson, J.-L.; Bridal, L.; Tanter, M. 3-D Longitudinal
Imaging of Tumor Angiogenesis in Mice in Vivo Using Ultrafast Doppler Tomography. Ultrasound Med. Biol.
2019, 45, 1284–1296. [CrossRef]
Huang, C.; Lowerison, M.R.; Lucien, F.; Gong, P.; Wang, D.; Song, P.; Chen, S. Noninvasive Contrast-Free 3D
Evaluation of Tumor Angiogenesis with Ultrasensitive Ultrasound Microvessel Imaging. Sci. Rep. 2019, 9,
4907. [CrossRef]

Diagnostics 2020, 10, 862

54.

55.

56.

15 of 15

Jensen, J.A.; Tomov, B.G.; Ommen, M.L.; Øygard, S.H.; Schou, M.; Sams, T.; Stuart, M.B.; Beers, C.;
Thomsen, E.V.; Larsen, N.B. Three-Dimensional Super-Resolution Imaging Using a Row-Column Array.
IEEE Trans. Ultrason. Ferroelectr. Freq. Control 2020, 67, 538–546. [CrossRef] [PubMed]
Heiles, B.; Correia, M.; Hingot, V.; Pernot, M.; Provost, J.; Tanter, M.; Couture, O. Ultrafast 3D Ultrasound
Localization Microscopy Using a 32 × 32 Matrix Array. IEEE Trans. Med. Imaging 2019, 38, 2005–2015.
[CrossRef] [PubMed]
Harput, S.; Tortoli, P.; Eckersley, R.J.; Dunsby, C.; Tang, M.X.; Christensen-Jeffries, K.; Ramalli, A.;
Brown, J.; Zhu, J.; Zhang, G.; et al. 3-D Super-Resolution Ultrasound Imaging with a 2-D Sparse Array.
IEEE Trans. Ultrason. Ferroelectr. Freq. Control 2020, 67, 269–277. [CrossRef]

Publisher’s Note: MDPI stays neutral with regard to jurisdictional claims in published maps and institutional
affiliations.
© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

